
This is to inform you that 2 multipara monitors, make/modelMediad 
M1000 A Plus and General Meditech iNC., G3 Aspen installed in 5TH 
floor ward are not functional . 
Mediad M1000 A Plus was installed  in 2016 and another was installed 
in 2018. You are requested to check them and submit a service report 
along with rate quotation to repair them within 15 days. 
 
Maintenance branch 
Chacha Nehru Bal Chikitsalaya 

Raja Ram Kohli Marg 
Geeta Colony 110031 
8595919340 
 


