
This is to inform you that Mobile OT Light make/model Starled 
3NX sr.no 33N1000981 OF Emergency OT is non functional. 
You are requested to check the same and submit a service report and rate quotation 
in a sealed envelope within 15 days of receipt of this mail. 
Please see that sr.no. of the machine is  33N1000981  
 
Maintenance branch 
room no 4 
administrative block 
CNBC  
Delhi 110031 
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